[Effects of features of extracorporal circuits on thrombocyte hemostasis, the fibrinolysis system, and development of hemolysis].
The article contains data which demonstrate that use of extracorporal circuits with special coating ("safe-line" and "duraflow") improves preservation of thrombocyte functional activity, and lowers activation of the fibrinolysis system in postoperative period, which results in decrease of postoperative blood loss. Use of heat exchangers with polypropylene coating is less traumatic to blood cells, and thus lowers frequency and degree of hemolysis.